Introduction {#section1-1460458217735676}
============

Mobile health applications (mHealth apps) enable delivery of health services through mobile devices such as smartphones.^[@bibr1-1460458217735676]^ mHealth apps can support patients' self-management of their health conditions, especially chronic diseases that require a long period of supervision, observation, care, and special training of the patient for rehabilitation and may leave residual disability,^[@bibr2-1460458217735676]^ such as diabetes, asthma, depression, and bipolar disorder.^[@bibr3-1460458217735676][@bibr4-1460458217735676][@bibr5-1460458217735676]--[@bibr6-1460458217735676]^ In light of the increasing ownership of smartphones---68 percent of American adults owned a smartphone as of 2015 compared to 35 percent in 2011^[@bibr7-1460458217735676]^---mHealth apps running on smartphones have the potential to play an important role in supporting personal health management (i.e. self-management) by providing up-to-date information on health topics and encouraging proactive health behaviors.^[@bibr8-1460458217735676],[@bibr9-1460458217735676]^ mHealth apps also have the potential to increase access to healthcare services and reduce cost if the solutions are designed to address the needs of all stakeholders and deployed effectively.^[@bibr10-1460458217735676]^

Osteoarthritis (OA) is a common chronic disease that occurs in the joints of the knees, hips, hands, and spine, causing pain, stiffness, and reduced motion.^[@bibr11-1460458217735676]^ Statistics reveal that OA causes considerable burden in terms of patients' quality of life as well as costs for medical treatments including both direct costs (e.g. drugs and hospitalizations) and indirect costs (e.g. lost time doing chores including paid help and time lost from work).^[@bibr12-1460458217735676]^ Knee and hip replacements were the most common inpatient procedures with almost 1 million surgeries performed in the United States in 2012.^[@bibr13-1460458217735676]^ In particular, knee OA was one of the leading causes of disability that limited the patients' daily activities such as stair climbing, walking a mile, housekeeping, and carrying bundles.^[@bibr14-1460458217735676]^

OA-related pain and disability can be improved through appropriate treatment such as exercise, weight control, rest and joint care, medications, and surgery.^[@bibr15-1460458217735676],[@bibr16-1460458217735676]^ In particular, when physical therapy and medication no longer relieve arthritis pain, total joint replacement (TJR) surgery is the most common treatment.^[@bibr17-1460458217735676]^ However, many patients do not seek help for their arthritis-related symptoms until these symptoms become unbearable due to misunderstanding of their condition and lack of accurate information about the surgery.^[@bibr18-1460458217735676]^ Thus, it is critical for patients to be able to recognize the signs of early-to-moderate OA and seek the appropriate treatments for the condition, including TJR surgery.

Self-management of OA can enable patients to be better informed about their OA-related symptoms. Informed patients are better equipped to play a more active role in the shared decision-making process during which patients and clinicians discuss treatment alternatives and make decisions based on mutual agreement.^[@bibr19-1460458217735676]^ Clinical guidelines for OA have endorsed that self-management can improve outcomes of OA treatment when it is used as a supplemental tool with medical care, especially for adequately informed patients seeking OA treatments, including TJR surgery, in a long-term plan.^[@bibr15-1460458217735676],[@bibr16-1460458217735676]^ Effective use of OA self-management tools, therefore, can facilitate not only the intervention programs targeted at patient education and behavioral modification^[@bibr20-1460458217735676],[@bibr21-1460458217735676]^ but also the interactions between the patients and clinicians throughout the OA treatment, that is, shared decision-making.^[@bibr22-1460458217735676]^ Considering that the mode of self-management intervention delivery used in previous studies, so far, has been limited to face-to-face, Internet, and telephone,^[@bibr20-1460458217735676]^ there is room for utilizing mHealth technologies, especially mobile apps, as an effective means of intervention delivery to enhance the effectiveness of OA self-management.

There have been reviews on mHealth apps as an effective means to deliver health interventions in different domains such as mental health disorders (e.g. depression, stress, and bipolar disorder)^[@bibr23-1460458217735676]^ and the most prevalent health conditions selected by the World Health Organization (WHO) Global Burden of Disease^[@bibr24-1460458217735676]^ (e.g. diabetes, asthma, hearing loss, and migraine).^[@bibr4-1460458217735676],[@bibr25-1460458217735676]^ To the best of our knowledge, however, there is no review focused particularly on patients' use of mHealth technology for OA, a significant medical condition that warrants a review. In this article, we systematically review articles, using different study designs such as randomized trials, cohort studies, and case reports that develop and/or evaluate mHealth technologies to help patients self-manage OA and make shared decisions about choosing the 'right' treatment methods including TJR surgery with their clinicians. We also survey major app stores to analyze the main functions of existing mHealth apps for OA management available in the marketplace. The goal of this systematic review is, therefore, to advance our understanding of currently available mHealth technologies that can be used for OA management, specifically targeting the most common joints (i.e. knees and hips) that affect a large population, as well as to identify the gap to be addressed in future research.

Materials and methods {#section2-1460458217735676}
=====================

Literature search strategy {#section3-1460458217735676}
--------------------------

We developed our own literature review protocol to pre-specify and standardize the article search process ([Table 1](#table1-1460458217735676){ref-type="table"}). We used PubMed, Web of Science, ScienceDirect, Association for Computing Machinery (ACM) Digital Library, and Institute of Electrical and Electronics Engineering (IEEE) Xplore Digital Library for our literature search to capture the interdisciplinary domain of mHealth. Using the Medical Subject Headings (MeSH), we identified seven relevant search terms regarding OA, in general, and OA of knee and hip joints, in particular, as they are the most common joints where OA occurs and are the major cause of disability, especially among older adults:^[@bibr13-1460458217735676],[@bibr14-1460458217735676]^ (a) osteoarthritis, (b) knee joint, (c) hip joint, (d) arthroplasty, (e) total joint replacement, (f) total knee replacement, and (g) total hip replacement. In addition, we identified seven terms regarding mHealth technology: (a) mobile health, (b) mhealth, (c) m-health, (d) mobile application, (e) mobile app, (f) smartphone, and (g) mobile phone. Using these terms, we formulated search queries, which were then used in the online database search ([Table 1](#table1-1460458217735676){ref-type="table"}). We limited the search results to original papers in English published in peer-reviewed journals and conference proceedings between 2007 (start of the smartphone era) and June 2016.

###### 

Online database search results by search queries (searched on 9 June 2016).

![](10.1177_1460458217735676-table1)

  Search queries                                                                                                                               Search results (by database)                  
  -------------------------------------------------------------------------------------------------------------------------------------------- ------------------------------ ---- ---- ---- ---
  osteoarthritis AND ("mobile applications" OR "mobile application" OR "mobile apps" OR "mobile app")                                          3                              17   4    4    2
  osteoarthritis AND ("mobile health" OR "mhealth" OR "m-health")                                                                              8                              1    4    4    0
  osteoarthritis AND ("mobile phone" OR smartphone)                                                                                            3                              17   2    4    1
  ("hip joint") AND ("mobile applications" OR "mobile application" OR "mobile apps" OR "mobile app")                                           2                              0    0    5    0
  ("hip joint") AND ("mobile health" OR "mhealth" OR "m-health")                                                                               0                              0    0    5    0
  ("hip joint") AND ("mobile phone" OR smartphone)                                                                                             5                              1    1    5    1
  "knee joint" AND ("mobile applications" OR "mobile application" OR "mobile apps" OR "mobile app")                                            4                              6    0    16   0
  "knee joint" AND ("mobile health" OR "mhealth" OR "m-health")                                                                                2                              1    0    16   0
  "knee joint" AND ("mobile phone" OR smartphone)                                                                                              12                             5    1    16   0
  "total joint replacement" AND ("mobile applications" OR "mobile application" OR "mobile apps" OR "mobile app")                               0                              0    0    0    0
  "total joint replacement" AND ("mobile health" OR "mhealth" OR "m-health")                                                                   0                              0    0    0    0
  "total joint replacement" AND ("mobile phone" OR smartphone)                                                                                 0                              0    1    0    0
  arthroplasty AND ("mobile applications" OR "mobile application" OR "mobile apps" OR "mobile app")                                            3                              1    0    3    0
  arthroplasty AND ("mobile health" OR "mhealth" OR "m-health")                                                                                5                              0    5    3    0
  arthroplasty AND ("mobile phone" OR smartphone)                                                                                              6                              3    0    3    0
  ("total knee replacement" OR "total hip replacement") AND ("mobile applications" OR "mobile application" OR "mobile apps" OR "mobile app")   0                              0    0    2    0
  ("total knee replacement" OR "total hip replacement") AND ("mobile health" OR "mhealth" OR "m-health")                                       0                              0    0    2    0
  ("total knee replacement" OR "total hip replacement") AND ("mobile phone" OR "smartphone")                                                   0                              0    1    2    0
  Total                                                                                                                                        53                             52   19   90   4

PM: PubMed; WoS: Web of Science; SD: ScienceDirect; ACM: Association for Computing Machinery Digital Library; IEEE: Institute of Electrical and Electronics Engineering Xplore Digital Library.

Inclusion and exclusion criteria {#section4-1460458217735676}
--------------------------------

Two of the authors together evaluated the titles and abstracts, and in some cases the full text, of the retrieved articles against our inclusion/exclusion criteria. At this initial stage, full text of the articles was only reviewed when an inclusion/exclusion decision could not be made through abstract reviews. We included articles that mentioned (a) the development of mHealth technologies to monitor and manage OA-related pains and symptoms or to provide educational content, (b) the development of mHealth technologies to analyze human gestures and motions that were considered to be useful for OA management, (c) the use of mHealth technologies to deliver clinical interventions to OA patients in both pre- and post-surgery phases, and (d) the use of mHealth technologies to provide decision support related to OA management.

We excluded articles that did not focus on OA (or related joints such as knees and hips) or those that did not involve any type of mHealth technologies. Thus, articles that used mobile technologies in different contexts, such as video game development, simulation, and virtual augmented reality, which were not directly related to OA management, were excluded. Furthermore, articles that briefly mentioned OA in the background or related work sections of the papers were also excluded---these articles usually mentioned OA as an example of common diseases for adults rather than the main focus of research. In the same context, articles that used mobile technologies as an auxiliary tool for data collection (e.g. text messages to engage the participants in the study) were excluded. Finally, we excluded articles that focused primarily on the effects of clinical interventions for OA treatment without specific involvement of mHealth technologies in the intervention process.

We conducted an in-depth review of included articles to identify the research themes addressed in each article and categorized research findings to determine the state of knowledge. Specifically, we identified the research questions addressed in the study, the type and purpose of mobile technologies used, target joints examined, findings that are relevant to use of mHealth technologies for OA management, and for papers that mentioned the use of human subjects, the characteristics of participants. Due to the inclusive nature of the review purpose (i.e. to explore the current state of research on the use of mHealth technologies for OA self-management), the design of the included studies varied. Thus, we did not use a specific measure to assess the quality of the included studies.

mHealth app review {#section5-1460458217735676}
------------------

We followed the search strategy and selection criteria used in a previous app review paper that investigated existing mHealth apps for OA and other diseases.^[@bibr25-1460458217735676]^ We searched for "osteoarthritis" in five online app stores: Google Play,^[@bibr26-1460458217735676]^ Apple iTunes app Store,^[@bibr27-1460458217735676]^ BlackBerry World,^[@bibr28-1460458217735676]^ Microsoft Store,^[@bibr29-1460458217735676]^ and Opera Mobile Store.^[@bibr30-1460458217735676]^ Of the 147 apps identified by the app search, we included apps if they were (a) categorized in the health, fitness, or medical categories; (b) centered on OA; (c) developed for humans; and (d) written in English. We excluded apps that were in the games or entertainment categories, built for animals, and provided access to journals or magazines. We categorized remaining apps by main features they provide: provides educational contents or allows users to keep track of OA-related pains and symptoms or both.

Results {#section6-1460458217735676}
=======

We identified 218 articles from the online database search; after adjusting for duplicates across different databases, 117 unique articles remained. Of these, 25 articles that met our inclusion criteria remained for in-depth review ([Figure 1](#fig1-1460458217735676){ref-type="fig"}).

![Flow diagram of article selection process.](10.1177_1460458217735676-fig1){#fig1-1460458217735676}

Three main research themes emerged from our analysis of included articles: (a) mobile OA assessment tools---articles that address OA indices to diagnose OA-related symptoms and pains that can be used in mobile platforms; (b) mobile OA measurement tools---articles that examine the applicability of smartphones as measurement tools for OA-related joints such as knees, hips, and ankles; and (c) mobile OA motion monitoring tools---articles that analyze motions that are directly related to OA or potentially useful to support OA management such as gait. [Figure 2](#fig2-1460458217735676){ref-type="fig"} illustrates the distributions of the included articles by publication year and research theme.

![Themes of included articles by publication year.](10.1177_1460458217735676-fig2){#fig2-1460458217735676}

Mobile OA assessment tools {#section7-1460458217735676}
--------------------------

Articles included in this category present the development and validation of two OA assessment tools---Mobile Western Ontario and McMaster Index (m-WOMAC)^[@bibr31-1460458217735676],[@bibr32-1460458217735676]^ and Appropriate Use Criteria for Osteoarthritis of the Knee (AUC OAK)^[@bibr33-1460458217735676]^---which are proven to be effective in diagnosing OA-related symptoms and pains in mobile platforms. The m-WOMAC demonstrated good validity, reliability, and responsiveness, compatible with the original paper-based WOMAC (p-WOMAC); OA patients participated in the study comparing the m-WOMAC versus p-WOMAC did not present any mode preference.^[@bibr32-1460458217735676]^ Moreover, patients were able to successfully complete the m-WOMAC index survey independently and transmit the data to the remote server,^[@bibr31-1460458217735676]^ which indicates that the WOMAC can be delivered effectively through mobile apps.

The AUC OAK developed by the American Academic Orthopaedic Surgeons (AAOS)^[@bibr34-1460458217735676]^ includes eight criteria and guidelines for knee OA diagnosis and assessment. The AUC OAK is available on the AAOS website,^[@bibr34-1460458217735676]^ and as an mHealth app named OrthoGuidelines, which runs on both Android^[@bibr35-1460458217735676]^ and iOS^[@bibr36-1460458217735676]^ devices. [Table 2](#table2-1460458217735676){ref-type="table"} lists the criteria included in the two OA assessment tools, which are based on objective measurements of OA-related joints (e.g. ROM extension/flexion), as well as more subjective, patient-reported outcomes (PROs) measures (e.g. pain and stiffness).

###### 

Summary of OA assessment tools reviewed.

![](10.1177_1460458217735676-table2)

  ----------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------
  Tool      Developer                                             Assessment criteria       Mobile platform
  --------- ----------------------------------------------------- ------------------------- ----------------------------------------------------------------------------------------------------------------------------------------------------------------------------
  m-WOMAC   Western Ontario and McMaster Universities             Pain\                     The original paper-based WOMAC has been tested in mobile platforms^[@bibr31-1460458217735676],[@bibr32-1460458217735676]^
                                                                  Stiffness\                
                                                                  Function\                 
                                                                  Total index score         

  AUC OAK   The American Academy of Orthopaedic Surgeons (AAOS)   Function-limiting pain\   The AUC OAK^[@bibr33-1460458217735676]^ is available as an app named *OrthoGuidelines* for Android^[@bibr35-1460458217735676]^ and iOS^[@bibr36-1460458217735676]^ devices
                                                                  ROM extension/flexion\    
                                                                  Age                       
  ----------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------

Although the evidence is limited to only three studies, the use of mobile technologies for delivering assessment tools is a promising area of research, as proven by the fact that these professional societies are exploring how to effectively integrate mobile OA assessment tools into clinical practice. mHealth tools that allow patients access to OA assessment results can empower them to have a better understanding of their symptoms and get involved in the shared decision-making process, which is an important part of OA self-management with positive effects on medical outcomes.^[@bibr15-1460458217735676],[@bibr16-1460458217735676],[@bibr22-1460458217735676]^

Mobile OA measurement tools {#section8-1460458217735676}
---------------------------

Articles grouped in the second category develop smartphone-based measurement tools for OA-related joints.^[@bibr37-1460458217735676][@bibr38-1460458217735676][@bibr39-1460458217735676][@bibr40-1460458217735676][@bibr41-1460458217735676][@bibr42-1460458217735676][@bibr43-1460458217735676][@bibr44-1460458217735676][@bibr45-1460458217735676][@bibr46-1460458217735676][@bibr47-1460458217735676][@bibr48-1460458217735676]--[@bibr49-1460458217735676]^ As [Table 3](#table3-1460458217735676){ref-type="table"} shows, 8 articles (out of 13; 61.5%) focus on knee joints;^[@bibr39-1460458217735676],[@bibr41-1460458217735676],[@bibr43-1460458217735676][@bibr44-1460458217735676][@bibr45-1460458217735676][@bibr46-1460458217735676]--[@bibr47-1460458217735676],[@bibr49-1460458217735676]^ 3 articles (23.1%) focus on hip joints;^[@bibr37-1460458217735676],[@bibr42-1460458217735676],[@bibr48-1460458217735676]^ 1 article (7.7%) focuses on ankle joints;^[@bibr38-1460458217735676]^ and 1 (7.7%) addresses OA-related joints in general.^[@bibr40-1460458217735676]^ Articles in this group examine whether smartphone-based tools can measure the target joint's functionality as accurately as the standard/conventional tools. Most of the articles calculate intra- and/or inter-rater reliabilities and concurrent validity of the smartphone-based tools against their standard/conventional counterparts. Two articles investigate the effect of rater's expertise on the accuracy of measurements, comparing the measurement results between the less trained examiners (e.g. first-year physiotherapy students) and experienced examiners (e.g. expert physiotherapists).^[@bibr38-1460458217735676],[@bibr43-1460458217735676]^ Overall, the studies show promising results and conclude that smartphone-based tools are reliable and valid for OA-related measurements.

###### 

Summary of articles on mobile OA measurement tools.

![](10.1177_1460458217735676-table3)

  ------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------
  Reference                                          Raters and subjects                                                                                                            Joint        Measures                                       Mobile devices                                       Results
  -------------------------------------------------- ------------------------------------------------------------------------------------------------------------------------------ ------------ ---------------------------------------------- ---------------------------------------------------- ---------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------
  Ockendon and Gilbert^[@bibr41-1460458217735676]^   Raters: 2 experienced raters\                                                                                                  Knee         Flexion                                        Apple iPhone 3GS (Knee Goniometer)\                  Intra-rater reliability of smartphone: Pearson's r = 0.982, 95% CI = 0.962--0.991\
                                                     Subjects: 5 healthy adults (all males, aged 30--40 years)                                                                                                                                  Telescopic-armed goniometer (Lafayette Instrument)   Inter-rater reliability of smartphone between two raters: r = 0.994, 95% CI = 0.986--0.997\
                                                                                                                                                                                                                                                                                                     Concurrent validity of smartphone against goniometer: r = 0.947, 95% CI = 0.913--0.968

  Ferriero et al.^[@bibr47-1460458217735676]^        Raters: 5 PTs and 5 physicians\                                                                                                Knee         Flexion\                                       Apple iPhone (Dr. Goniometer)\                       Intra-rater reliability of smartphone: ICC = 0.996, 95% CI = 0.995--0.997\
                                                     Subjects: 35 pictures of knees from 10 healthy adults                                                                                       Extension                                      Universal goniometer                                 Inter-rater reliability: ICC = 0.994, 95% CI = 0.991--0.996\
                                                                                                                                                                                                                                                                                                     Agreement between smartphone and universal goniometer: 95% LoA = 14.1 (−6.6 to + 7.5)

  Jenny^[@bibr46-1460458217735676]^                  Raters: 1 operating surgeon and 1 assistive surgeon\                                                                           Knee         Flexion                                        Apple iPhone (Angle)\                                Intra-rater reliability of smartphone by operating surgeon: ICC = 0.81\
                                                     Subjects: 10 OA patients (4 males and 6 females; mean age = 69 years)                                                                                                                      Navigation system (OrthoPilot)                       Inter-rater reliability between operating surgeon and assistant surgeon: ICC = 0.79\
                                                                                                                                                                                                                                                                                                     Concurrent validity of smartphone against navigating system: r^2^ = 0.88--0.99, p = 0.01--0.001

  Jenny et al.^[@bibr45-1460458217735676]^           Raters: n/a\                                                                                                                   Knee         Flexion                                        Apple iPhone (Goniometer Pro)\                       Paired difference between OrthoPilot and Goniometer Pro: Mean = 7.5°, SD = 5.3°\
                                                     Subjects: 10 OA patients (5 males and 5 females; mean age = 69 years)                                                                                                                      Apple iPhone (Dr. Goniometer)\                       Paired difference between OrthoPilot and Dr. Goniometer: Mean = 0.7°, SD = 1.5°
                                                                                                                                                                                                                                                Navigation system (OrthoPilot)                       

  Andrea et al.^[@bibr49-1460458217735676]^          Raters: 2 orthopedists\                                                                                                        Knee         ATT in ACL-deficient knee                      Apple iPhone and Android phone (SmartJoint)\         Inter-rater reliability between two raters: ICC = 0.989, 95% CI = 0.981--0.994\
                                                     Subjects: 35 patients with ACL-deficient knees                                                                                                                                             Mechanical device (KT 1000)                          Concurrent validity of smartphone against mechanical device: ICC = 0.981, 95% CI = 0.981--0.991

  Milanese et al.^[@bibr43-1460458217735676]^        Raters: 3 PTs and 3 adults in physiotherapy\                                                                                   Knee         Flexion\                                       Apple iPhone\                                        Intra-rater reliability of smartphone: CCCExpert = 0.996, SEMExpert = 0.79; CCCNovice = 0.998, SEMNovice = 0.55\
                                                     Subjects: 6 healthy adults (3 males and 3 females)                                                                                          Extension                                      Universal goniometer (Chattanooga)                   Concurrent validity of smartphone against universal goniometer: CCC = 0.991

  Salehi et al.^[@bibr39-1460458217735676]^          Raters: n/a\                                                                                                                   Knee         Flexion\                                       Optical tracking system\                             For right knee angles: RMSE = 6.65, correlation coefficient = 0.987\
                                                     Subject: 1 adult                                                                                                                            Extension                                      Wearable pants (STants)                              For left knee angles: RMSE = 4.46, correlation coefficient = 0.991

  Jones et al.^[@bibr44-1460458217735676]^           Raters: 1 PT and 1 exercise physiologist\                                                                                      Knee         Flexion\                                       Apple iPhone 3GS (Simple Goniometer)\                Inter-rater reliability of smartphone: ICC = 0.93--0.97\
                                                     Subjects: 36 adults (8 males and 28 females; mean age = 60.6 years)                                                                         Extension                                      Universal goniometer (Chattanooga)                   Concurrent validity of smartphone against universal goniometer: Pearson's r = 0.96--0.98

  Niijima et al.^[@bibr42-1460458217735676]^         Rater: n/a\                                                                                                                    Hip          Flexion\                                       Samsung Galaxy S4\                                   Concurrent validity of smartphone against 3D system: R2 = 0.7--0.9; RMSE = 4--6
                                                     Subjects: 14 young adults (7 males and 7 females; aged 18--22) and 8 older adults (4 males and 4 females; aged 64--80 years)                Extension                                      3D system (MA-8000)                                  

  Yoon et al.^[@bibr37-1460458217735676]^            Raters: 2 PTs\                                                                                                                 Hip          Proximal femoral neck axis\                    Apple iPhone (IntegraSoftHN)\                        Intra-rater reliability of smartphone: ICCRater1 = 0.95, SEMRater1 = 2.20; ICCRater2 = 0.95, SEMRater2 = 1.9\
                                                     Subjects: 10 healthy adults (5 males and 5 females; mean age = 22.2 years)                                                                  Distal femoral condylar axis                   Digital inclinometer (GemRed DBB)                    Concurrent validity of smartphone against digital inclinometer: ICC = 0.85, SEM = 4.1

  Charlton et al.^[@bibr48-1460458217735676]^        Rater: 1 PT\                                                                                                                   Hip          Flexion\                                       Samsung Galaxy S2\                                   Intra-rater reliability of smartphone: flexion (ICC = 0.86, SEM = 2.3); abduction (ICC = 0.68, SEM = 4.6); adduction (ICC = 0.68, SEM = 2.5); supine IR (ICC = 0.94, SEM = 3.2); supine ER (ICC = 0.87, SEM = 2.6); sitting IR (ICC = 0.84, SEM = 3.4); sitting ER (ICC = 0.63; SEM = 2.8)\
                                                     Subjects: 20 healthy adults (all males; mean age = 23.8 years)                                                                              Abduction\                                     Bubble inclinometer\                                 Concurrent validity of smartphone against 3D system: flexion (ICC = 0.92); abduction (ICC = 0.98); adduction (ICC = 0.91); supine IR (ICC = 0.88); supine ER (ICC = 0.71); sitting IR (ICC = 0.92); sitting ER (ICC = 0.90)
                                                                                                                                                                                                 Adduction\                                     3D system (Vicon)                                    
                                                                                                                                                                                                 Supine IR\                                                                                          
                                                                                                                                                                                                 Supine ER\                                                                                          
                                                                                                                                                                                                 Sitting IR\                                                                                         
                                                                                                                                                                                                 Sitting ER                                                                                          

  Williams et al.^[@bibr38-1460458217735676]^        Raters: 1 podiatrist with 2 years clinical experience and 1 podiatrist with 17 years experience\                               Ankle        Ankle\                                         Apple iPhone (TiltMeter app)\                        Intra-rater reliability of smartphone: ICCStraight = 0.81, SEM = 0.08; ICCBent = 0.85, SEM = 0.06\
                                                     Subjects: 20 healthy adults (4 males and 16 females; mean age = 40 years)                                                                   weight-bearing lunge test at the positions:\   Digital inclinometer                                 Inter-rater reliability of smartphone between novice and experienced raters: ICCStraight = 0.80; ICCBent = 0.96\
                                                                                                                                                                                                 Leg straight\                                                                                       Agreement between smartphone and digital inclinometer: 95% LoA = 9.1 (−4.064 to + 5.025)
                                                                                                                                                                                                 Knee bent                                                                                           

  Park et al.^[@bibr40-1460458217735676]^            Rater: the authors\                                                                                                            All joints   u-CTX-II                                       LG-F320L                                             Variation of the u-CTX-II assay across the repeated measures: about 5%\
                                                     Subjects: n/a                                                                                                                                                                                                                                   Correlation coefficient: R^2^ = 0.98
  ------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------

ATT in ACL-deficient knees: anterior tibial translation in anterior cruciate ligament-deficient knees; ER: external rotation; IR: internal rotation; u-CTX-II: urinary C-terminal telopeptide fragment of type II collagen; CCI: concordance correlation coefficient; CI: confidence interval; ICC: intra-class correlation coefficient; LoA: limits of agreement; RMSE: root mean square error; SD: standard deviation; SEM: standard error of measurement.

Mobile OA motion monitoring tools {#section9-1460458217735676}
---------------------------------

Articles in this group use mHealth technologies to monitor the movements of OA-related joints and other human motions, including gait, that have the potential to support OA management.^[@bibr50-1460458217735676][@bibr51-1460458217735676][@bibr52-1460458217735676][@bibr53-1460458217735676][@bibr54-1460458217735676][@bibr55-1460458217735676][@bibr56-1460458217735676][@bibr57-1460458217735676]--[@bibr58-1460458217735676]^ These motion-monitoring tools can help OA patients monitor not only the standardized physical therapy exercises suggested by their physicians but also other motions in their everyday lives that may affect their OA management. Patients then can share this data with their clinicians to support shared decision-making. In total, 4 articles (out of 9; 44.4%) analyze gait patterns to determine whether mHealth technology embedded in smartphones, such as accelerometer sensing, can successfully detect differing human gaits and distinguish among different types of motions such as running and biking;^[@bibr51-1460458217735676][@bibr52-1460458217735676]--[@bibr53-1460458217735676],[@bibr55-1460458217735676]^ 2 articles (22.2%) focus particularly on monitoring the movements and behaviors of patients who are in the pre- or post-surgery phases;^[@bibr54-1460458217735676],[@bibr56-1460458217735676]^ and 3 (33.3%) use various sensing technologies to monitor human motions such as swinging and walking in a golf game and other home exercises.^[@bibr50-1460458217735676],[@bibr57-1460458217735676],[@bibr58-1460458217735676]^ These studies highlight that using sensing technologies not only enable clinicians to remotely monitor patients' motions but also motivate patients to get involved in exercises that can facilitate the rehabilitation process. [Table 4](#table4-1460458217735676){ref-type="table"} provides more details about the study designs and findings presented in these articles.

###### 

Summary of articles on mobile OA motion monitoring tools.

![](10.1177_1460458217735676-table4)

  ----------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------
  Reference                                       Subjects                                                                      Data collection settings                                                          Monitored objects                              Measures                                                              Mobile devices                         Results
  ----------------------------------------------- ----------------------------------------------------------------------------- --------------------------------------------------------------------------------- ---------------------------------------------- --------------------------------------------------------------------- -------------------------------------- ------------------------------------------------------------------------------------------------------------------------------------
  Li et al.^[@bibr54-1460458217735676]^           20 trainers                                                                   Experiments under the guidance of doctors (controlled)                            Non-standard knee movements recognition rate   Insufficient holding time\                                            Acceleration sensors (MMA7361)\        89% for insufficient holding time\
                                                                                                                                                                                                                                                                 Bent-leg raise\                                                       Android smartphone (KOA)               89.7% for bent-leg raise\
                                                                                                                                                                                                                                                                 Rapid leg movement                                                                                           89.4% for rapid leg movement

  Kim et al.^[@bibr56-1460458217735676]^          13 TKA patients                                                               Manual data input by patients using the app (uncontrolled):\                      Adherence rate                                 Pre-surgery: educational class; medication and activity protocols\    Apple iPad mini (iGetBetter)           Pre-surgery: 3.54 out of 6 occasions (59%) on average; ranged 0--6 occasions\
                                                                                                                                Pre-surgery (14 days)\                                                                                                           Post-surgery: quality-of-life questions; physical therapy exercises                                          Post-surgery: 17.77 out of 30 days (59.2%) on average; ranged 4--30 days
                                                                                                                                Post-surgery (30 days)                                                                                                                                                                                                                        

  Majumder et al.^[@bibr52-1460458217735676]^     15 adults (aged 20--35 years)                                                 Lab environment (controlled)                                                      Gait recognition rate                          Normal walking\                                                       smartPrediction system using:\         91% for all the four movement patterns
                                                                                                                                                                                                                                                                 Standing still\                                                       Apple iPhone (prototype app)\          
                                                                                                                                                                                                                                                                 Simulated peg leg\                                                    Smartshoe                              
                                                                                                                                                                                                                                                                 Simulated leg length discrepancy                                                                             

  Lu et al.^[@bibr53-1460458217735676]^           47 adults for walking detector training\                                      Supervised activity sessions (controlled)\                                        Gait recognition from other activities         Stationary\                                                           Android smartphones:\                  Accuracy was improved by increasing training data\
                                                  12 adults for supervised data\                                                Daily life activities (uncontrolled)                                                                                             Biking\                                                               Samsung Galaxy S3 and 4\               Accuracy was higher (at least 5%) with the supervised data than the unsupervised data\
                                                  8 adults for unsupervised data                                                                                                                                                                                 Running\                                                              Google Nexus 5\                        Accuracy was higher when placed in pant pocket than in hands
                                                                                                                                                                                                                                                                 Vehicle\                                                              Intel Xolo                             
                                                                                                                                                                                                                                                                 Random movements                                                                                             

  Mazilu et al.^[@bibr51-1460458217735676]^       9 Parkinson's disease patients (6 males & 3 females; mean age = 68.3 years)   Gait-training exercise (controlled)\                                              Gait                                           User satisfaction\                                                    GaitAssist system using:\              User ratings (5-point scale) on average: system operation = 4; wearability = 4; exercise content = 3.8; subjective opinions = 3.8\
                                                                                                                                Daily life activities (uncontrolled)---data collected from 5 out of 9 patients.                                                  FoG duration                                                          Wearable sensors attached to ankles\   FoG duration was decreased: in the gait-training session (3 out of 5 patients); in daily life setting (4 out of 5 patients)
                                                                                                                                                                                                                                                                                                                                       Smartphone (GaitAssist)\               
                                                                                                                                                                                                                                                                                                                                       Earphones                              

  LeMoyne et al.^[@bibr55-1460458217735676]^      1 subject with trans-tibial amputation                                        Gait analysis in an indoor environment (controlled)                               Gait                                           Stance to stance temporal disparity\                                  Apple iPhone (accelerometer app)\      Measures were consistent:\
                                                                                                                                                                                                                                                                 Time-averaged acceleration from stance to stance                      3D printed adapter                     Temporal disparity measure, mean = 1.10 (seconds), SD = 0.02 with a 96% CI\
                                                                                                                                                                                                                                                                                                                                                                              Acceleration measure, mean = 1.47 (g's), SD = 0.02 with a 96% CI

  Shin and Wuensche^[@bibr50-1460458217735676]^   10 adults (8 males and 2 females)\                                            Golf shots measuring session (controlled)\                                        Golf game-related movements                    Driving distance\                                                     Android smartphones (G-Swing app):\    Formula for short distance estimation: (a) Driver = 15.2 × angular velocity -- 19.1; (b) Iron = 10.7 × angular velocity -- 6.0\
                                                  10 golf players (3 males and 7 females; mean age = 37.7 years)                Virtual 3-hole golf course in an outdoor golf club (uncontrolled)                                                                Angular velocity\                                                     Huawei U8100\                          The game concept, the required motions, and the duration of the game were perceived as suitable for arthritis patients
                                                                                                                                                                                                                                                                 User perception s of usability, enjoyment, effectiveness, realism     Samsung s5620 and I9000\               
                                                                                                                                                                                                                                                                                                                                       HTC One X809\                          
                                                                                                                                                                                                                                                                                                                                       Motorola Droid 2                       

  Chandra et al.^[@bibr58-1460458217735676]^      3 physicians (mean age = 30 years)\                                           Interview                                                                                                                        Prescribed exercise at home:\                                         N/A                                    Design guidelines identified:\
                                                  11 patients (age ranged 16--75 years)                                                                                                                                                                          Comments during interviews                                                                                   Target patients' understanding of exercises and the correctness of their performance\
                                                                                                                                                                                                                                                                                                                                                                              Present simple visualizations\
                                                                                                                                                                                                                                                                                                                                                                              Focus on accurate and informative depiction of data\
                                                                                                                                                                                                                                                                                                                                                                              Include reminder and scheduling systems for exercise\
                                                                                                                                                                                                                                                                                                                                                                              Enhance communication channels between patients and therapists\
                                                                                                                                                                                                                                                                                                                                                                              Keep patients' data private
  ----------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------

mHealth apps for OA management in the marketplace {#section10-1460458217735676}
-------------------------------------------------

We found 27 relevant apps for OA as of June 2016. After removing the overlapping apps across the stores, 23 unique apps remained. [Table 5](#table5-1460458217735676){ref-type="table"} presents our app search results and the results presented in a study published in 2013.^[@bibr25-1460458217735676]^ Each cell reports the number of relevant apps out of the total number of apps. It is important to note that we identified four overlapping apps available in multiple mobile operating systems (OSs) providing the same content regardless of OS type.

###### 

mHealth apps for OA available in app stores in 2013 and 2016; number of relevant apps/total number of apps.^[a](#table-fn3-1460458217735676){ref-type="table-fn"}^

![](10.1177_1460458217735676-table5)

  Search year   Google Play^[@bibr26-1460458217735676]^   Apple iTunes^[@bibr27-1460458217735676]^   BlackBerry World^[@bibr28-1460458217735676]^   Microsoft Store^[@bibr29-1460458217735676]^   Opera Mobile Store^[@bibr30-1460458217735676]^   Total
  ------------- ----------------------------------------- ------------------------------------------ ---------------------------------------------- --------------------------------------------- ------------------------------------------------ --------
  2013          16/46                                     5/16                                       0/0                                            2/2                                           1/1                                              24/65
  2016          14/115                                    11/30                                      0/0                                            2/2                                           0/0                                              27/147

The commercial app reviewed in the original paper in 2013^[@bibr25-1460458217735676]^---Osteoarthritis of Knee---was not available in our search in 2016. When we used the link provided by the authors, it returned an error message notifying that the app is not available in the United States. Based on the authors' affiliation information, we assume that they had access to app stores available in Europe where as we were able to search app stores available in the United States.

Of the 23 unique apps, 14 (60.9%) were developed to provide educational content regarding OA; 2 (8.7%) allowed users to record and keep track of OA-related symptoms and pain levels; and 7 (30.4%) provided both the educational content and the pain diary features.

Discussion {#section11-1460458217735676}
==========

Summary of evidence {#section12-1460458217735676}
-------------------

The purpose of this systematic review was to investigate empirical applications of the state-of-the-art mHealth technologies, especially mHealth apps, that can support self-management of OA and decision-making related to OA including TJR surgery. Based on our in-depth review of included articles, we were able to organize the research in this field under three main themes, namely, mobile OA assessment tools, mobile OA measurement tools, and mobile OA motion-monitoring tools. Although the articles in each category showed promising results for the use of mHealth technology in OA management, we were not able to find evidence of research on developing evidence-based mHealth apps focused on OA and investigating their effectiveness in OA management.

Our app review revealed that the lack of research on the development and evaluation of mHealth apps for OA management was reflected in the marketplace. As shown in [Table 2](#table2-1460458217735676){ref-type="table"}, even though the total number of apps identified by the search term "osteoarthritis" in the app stores doubled over the past few years, the number of apps relevant for OA management increased only by 12 percent, a minimal change since 2013 when a review on existing mHealth apps for the eight most prevalent health conditions by WHO found only 24 apps focused on OA in the app stores.^[@bibr25-1460458217735676]^ Furthermore, looking into the main features provided by the existing apps for OA management as of June 2016, the majority of them (60.9%) only focus on providing educational information about OA, such as definition of OA, common symptoms, or instructions on how to do activities and exercises that are known to be helpful in managing OA-related pain and symptoms.

Given the lack of apps in the current app markets that actually allow patients to quantify and keep track of their OA-related pain and symptoms and share the data with their clinicians to make more informed decisions as they collectively manage the disease, the mHealth technologies covered in our review hold potential to fill the gap. Specifically, the two evidence-based OA assessment tools reviewed---m-WOMAC^[@bibr31-1460458217735676],[@bibr32-1460458217735676]^ and AUC OAK^[@bibr33-1460458217735676]^---can be used in OA mHealth apps to effectively measure OA-related symptoms and pain progress. In particular, the WOMAC index, which has been used and validated by previous studies,^[@bibr59-1460458217735676][@bibr60-1460458217735676]--[@bibr61-1460458217735676]^ can be used as an accurate and reliable PRO measurement index for OA. Although the AUC OAK is designed to assist clinical decisions of OA treatment, it can also be useful for clinicians to interpret the collected data by their patients. The AUC OAK is also useful to guide the data collection of OA-related symptoms in patient-facing mHealth apps. Since the AUC OAK includes objective measures of physical functioning such as ROM extension/flexion, there is room for integrating the evidence-based mHealth technologies such as measurement tools, as reviewed in [Table 3](#table3-1460458217735676){ref-type="table"}.

Another important finding regarding self-measurement of OA joints is that people were able to accurately and reliably measure ROMs of OA joints using mHealth apps with a certain amount of education. As mentioned above, the studies that compared the measurement results by experts (e.g. experienced physicians) and novices (e.g. college students) found no significant difference between the two groups.^[@bibr38-1460458217735676],[@bibr43-1460458217735676]^ The results, therefore, support the idea of OA self-measurement that laypersons can utilize mHealth apps as a handy, yet accurate and reliable tool to record functional performances of their OA joints on a daily basis. The data collected by such apps could be shared with their clinicians, which would help them make evidence-based decisions about choosing the 'right' treatment for OA, including TJR surgery.

Findings from the articles analyzing OA-related movements and other human motions such as gait and exercises ^[@bibr50-1460458217735676][@bibr51-1460458217735676][@bibr52-1460458217735676]--[@bibr53-1460458217735676],[@bibr55-1460458217735676]^ may also be useful in developing mHealth apps for OA. For instance, some of the exercises that are clinically proven to be helpful for OA patients, such as walking, biking, and golfing, could be monitored by mHealth apps. By doing so, patients could quantify and log their daily activity and have a better understanding of their readiness for OA treatments including TJR surgery. Such apps could also play a role as a motivator by visualizing patients' activity data and setting goals customized for individual users. For those who are in the exercise therapy, maximizing the adherence to their therapy is a key factor that leads to a successful treatment.^[@bibr62-1460458217735676]^ A recent study reported that supervised exercise sessions followed by home exercises could enhance patients' adherence.^[@bibr63-1460458217735676]^ Mobile motion-monitoring tools, therefore, have great potential to help OA patients work on their exercise sessions at home while being connected with their therapists. Furthermore, mHealth apps can provide instructional audios or videos of the exercises to help patients' self-exercise sessions at home, as many of the existing OA apps do.

A framework of mHealth apps for OA self-management and shared decision-making {#section13-1460458217735676}
-----------------------------------------------------------------------------

OA self-management is a behavioral intervention that improves patients' understanding of disease symptoms and encourages them to actively participate in the treatment process by monitoring OA-related pain, communicating with healthcare providers about their symptoms, and making informed/shared decisions about appropriate treatment options including TJR surgery.^[@bibr9-1460458217735676],[@bibr21-1460458217735676]^ Based on the promising potential of self-management and shared decision-making in chronic disease management as well as our findings, we propose a design framework that identifies desired components of mHealth apps for OA and articulates how these components can work together to support OA patients' self-management and shared decision-making about treatment options with their clinicians. Overall, the proposed framework, illustrated in [Figure 3](#fig3-1460458217735676){ref-type="fig"}, focuses on patient-facing mobile apps, as opposed to a clinician-facing tool, that enable patients to get involved in the process of OA treatment with their clinicians. The three main modules that should be included in the mobile apps are (a) self-management, (b) decision support, and (c) shared decision-making.

![A framework for developing mHealth apps OA management.](10.1177_1460458217735676-fig3){#fig3-1460458217735676}

The self-management module provides patients with the ability to monitor their disease progress and be better informed about OA including its symptoms and available treatment options. The patients can quantify and log pain levels, limitations in joint motions (e.g. ROMs of knee joints) and limitations in activities performed (e.g. climbing stairs) using the app on a regular basis (link 1). The mHealth technologies focused on OA measurement tools ([Table 3](#table3-1460458217735676){ref-type="table"}) and OA motion-monitoring tools ([Table 4](#table4-1460458217735676){ref-type="table"}) can be integrated into the app to enable comprehensive self-monitoring functionality. The patient-reported data then should be used to generate concise, yet useful feedback messages for patients (link 2). The main intent of generating feedback is to inform patients about their progress in OA self-management over a certain period of time (e.g. weekly and monthly) and motivate them to continue entering their data into the app (link 3). In addition, the app should provide educational content to improve patients' understanding of OA in general and address potential questions patients might have regarding their symptoms and how to manage them. Providing guidelines for physical activity will be useful for improving management of symptoms, especially for those who are in the preoperative or postoperative phases (link 4).

The decision support module is the backend of the app where the expert knowledge and computational power should come into play to suggest evidence-based, data-driven treatment options for patients. This module should use patient-reported data fed by the self-management module of the app (link 5) and patient-centered research outcomes reported in the literature to assess patient's status from the medical treatment perspective. In particular, this data can be used to calculate the OA indices reviewed in this article such as m-WOMAC and AUC OAK ([Table 2](#table2-1460458217735676){ref-type="table"}). Furthermore, this module can assess patient's readiness for more advanced treatment options, especially TJR surgery when it becomes unavoidable as the OA symptoms progress, using predictive algorithms to determine the optimum timing of TJR surgery based on clinical evidence.

The shared decision-making module allows patients and clinicians to share data collected/generated using the self-management module (link 6) and decision support module (link 7) and to choose the ideal treatment together. To facilitate the shared decision-making process, the app should visualize patients' trends of symptoms, motion/activity, and joint functions, as well as clinical assessment indices over a period of time and present these results in detailed and summary forms targeting the needs of two user types (patients and clinicians). The app, therefore, can provide the patients with the opportunity to access their detailed OA assessment results (link 8) and allow the clinicians to review assessment summary reports with their patients and involve them in the decision-making process (link 9). Given the versatility of the two key concepts of the framework---self-management and shared decision-making---we expect that our framework may be applicable to developing mHealth apps for other medical conditions of which self-management and shared decision-making are proven to be helpful to improve clinical treatment outcomes.

Finally, we note that regulatory bodies such as the US Food and Drug Administration^[@bibr64-1460458217735676]^ are interested in ensuring the safety in using mHealth technologies to deliver interventions to patients. Considering that regulations are changing and may vary by domain, designers should take the current and relevant regulations for the given domain into consideration when they use our framework to develop an mHealth app.

Conclusion {#section14-1460458217735676}
==========

The current systematic review identified a gap in the literature on the potential impact of using mHealth apps for OA management. Specifically, mHealth research addressing OA to date has focused more on OA measurement and education, and less on OA self-management---as shown in [Figure 1](#fig1-1460458217735676){ref-type="fig"}, the majority of included articles develop and test measurement tools for OA-related joints such as knees and hips. Future work, therefore, should focus on designing comprehensive mHealth apps dedicated to OA by combining the relevant research evidence from the previous studies, such as mobile OA assessment tools, measurement tools, and motion-tracking technologies. The framework suggested in this article ([Figure 3](#fig3-1460458217735676){ref-type="fig"}) can guide the design of such apps. Given that the main user group of such apps will be older adults, who are relatively less familiar with mHealth technologies, it is critical to explore their expectations and requirements in the early stage of the app development. Finally, the app should be tested for its usability, as well as the effectiveness in OA self-management from the patient's perspective, as well as in clinical management of OA from the clinician's perspective.
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